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Abstract 

High-dose-rate intraoperative radiation therapy (HDR-IORT) has historically provided effective local control (LC) 
for patients with unresectable and recurrent tumors. However, lORT is limited to only a few specialized institutions 
and it can be difficult to initiate an HDR-IORT program. Herein, we provide a brief overview on how to initiate and 
implement an HDR-IORT program for a selected group of patients with gastrointestinal and pelvic solid tumors using 
a multidisciplinary approach. Proper administration of HDR-IORT requires institutional support and a joint effort 
among physics staff, oncologists, surgeons, anesthesiologists, and nurses. In order to determine the true efficacy of 
lORT for various malignancies, collaboration among institutions with established lORT programs is needed. 
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Purpose 

Over the past two decades, intraoperative radiation 
therapy (lORT) has become an increasingly utilized mo- 
dality for the treatment of breast, head & neck, pelvic, and 
gastrointestinal malignancies [1-6]. Several studies have 
demonstrated improved local control, especially in mar- 
gin-negative patients [1,7-9]. While external beam radia- 
tion therapy (EBRT) is the standard modality utilized to 
treat locally advanced or recurrent solid tumors, there are 
additional benefits associated with lORT. For example, 
a single dose of lORT has approximately 2.5 fold more 
biological effectiveness than an equivalent dose of radia- 
tion delivered via EBRT (Table 1) [7,10]. 

While lORT can be used alone, it is imlikely that it 
will deliver a biological equivalent dose that is sufficient 
to kill microscopic disease [7]. Therefore, lORT following 
neoadjuvant radiation therapy (RT), in which the tumor 
itself displaces organs-at-risk (OARs), provides optimal 
results. Adjuvant EBRT can be delivered following lORT; 
however, normal tissues such as the bowel may enter 
the radiation field, thus increasing toxicity [4,7] . lORT can 
be delivered by using Linac-based electron beam radia- 
tion therapy (lOERT), low-energy photons, or by high- 
dose-rate brachytherapy catheters (HDR-IORT). All of 
these techniques deliver high doses of radiation to the 
target site while protecting normal surrounding struc- 



tures through retraction or shielding using lead sheets. 
With regard to dose distribution, HDR-IORT can deliver 
a more concentrated dose at the surface of the target area 
while lOERT delivers radiation dose more homogenously 
throughout the tissue depth [8,11]. A major advantage of 
HDR-IORT over lOERT and lORT using low -energy pho- 
tons lies in its delivery method. HDR-IORT uses flexible 
and personalized applicators (Harrison-Anderson-Mick 
[HAM] applicator or Freiburg Flap) to deliver RT in con- 
trast to the more rigid cone applicators used with both 
lOERT and lORT with low-energy photons [8,9]. The 
flexible Freiburg applicator used in HDR-IORT is a sil- 
icone flap that can be re-shaped to accurately resemble 
the shape of the tumor bed [12]. The flap is particularly 
helpful in situations where the tumor is located in diffi- 
cult locations such as abutting vasculature or deep in the 
pelvis where it might be difficult to place the cone needed 
to deliver lOERT. This article will focus primarily on the 
initiation and development of an HDR-IORT program, its 
multidisciplinary approach, patient selection, and its use 
in patients with gastrointestinal and pelvic solid tumors. 

The vast majority of studies utilizing lORT have been 
retrospective, single institution reviews. lORT has been 
associated with improved local control (LC) in several 
malignancies, especially when combined with neoadju- 
vant or adjuvant EBRT. For example, lORT in conjunction 
with surgical resection and EBRT has shown favorable 
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Table 1. Estimated equivalent EBRT doses of varying 
lORT doses [10] 



lORT dose 


EBRT normal 


EBRT tumor 


EBRT normal 




tissue dose 


dose 


tissue dose 




(acute) 




(late) 


10 Gy 


20 Gy 


17 Gy 


30 Gy 


■V^i^- . ,lP^., ■m^-.r. : 



5-year LC when compared to EBRT alone in the treatment 
of adult sarcomas [4,7]. Similarly, favorable LC rates were 
seen with the use of lORT along with maximal surgical 
resection for recurrent cervical cancer, recurrent colorec- 
tal cancer, pancreatic cancer, and other solid malignan- 
cies [2-9]. 

Patients with locally advanced or recurrent solid 
tumors are at a high risk of local progression and poor 
outcomes. The addition of lORT to standard treatment 
paradigms for locally advanced tumors may result in im- 
proved LC and survival while limiting treatment-related 
toxicity [1-8,10]. However, lORT is not readily available 
at most cancer centers due to the need for specialized 
equipment and a shielded operating room [8]. Further- 
more, limited information is available on how to imple- 
ment an lORT program and how to ascertain which 
patients are most likely to benefit from lORT. After the 
successful implementation of our lORT program at Johns 
Hopkins Hospital, we provide the first report on how to 
initiate and implement an HDR-IORT program and how 
to select optimal patients for treatment with HDR-IORT. 
Finally, we provide two patient examples to elucidate 
how to approach standard and complex cases. 

Material and methods 

Initiation of an intraoperative radiation therapy 

program 

Implementation of a new lORT program requires ac- 
cess to technology and equipment (ie. shielded operating 
rooms, HDR afterloaders, treatment planning software, 
etc.), institutional funding, interdepartmental planning, 
and communication, development of an Institution Review 
Board (IRB) approved database or registry of patients, de- 
velopment of a mtiltidisciplinary training program, and 
simulations of lORT treatment delivery in the operating 
room (OR) to ensure that procedures are followed safely. 

In 2006, the Johns Hopkins Department of Radiation 
Oncology, in collaboration with the Weinberg Periopera- 
tive Clinical Services Team, introduced HDR-IORT to the 
institution [13]. A systematic approach was developed to 
safely deliver lORT through multiple methods including 
workflow grids (Fig. 1). 

Due to the complex and multidisciplinary nature of 
HDR-IORT, numerous safety simulations and risk assess- 
ment workshops were convened. A checklist to effective- 
ly deliver therapy while minimizing risks was developed 
and is now part of flie TTDR-IORT protocol (Fig. 2) [13]. 
Proper training and close collaboration between radia- 
tion oncology, surgery, surgical pathology, anesthesio- 



logy, medical physics, and the nursing staff is essential 
for safe and effective management of the patient during 
HDR-IORT [13,14]. 

Patient selection 

Appropriate patient selection for HDR-IORT should 

occur in a multidisciplinary setting. Several criteria 
should be taken into consideration when assessing the 
role of HDR-IORT for a patient [11,12]. The following 
considerations are particularly important when selecting 
patients who can benefit from HDR-IORT: 

1) based on preoperative imaging, if the attempted sur- 
gical resection would likely result in positive or close 
margins, 

2) when EBRT does not achieve satisfactory LC, 

3) during treatment planning, the dose needed to reach 
optimal control cannot be obtained due to dose toler- 
ance of stirrotinding OARs, such as bowel and bladder, 

4) if HDR-IORT can be used instead of EBRT following 
a conservative surgical resection, 

5) if HDR-IORT can be used in addition to neoadjuvant 
EBRT to achieve high LC rates and minimize toxicity 
to organs at risk (OARs). 

Intraoperative radiation therapy delivery 

technique 

HDR-IORT delivery requires high-dose-rate after-load- 
er technology combined with a commercially available 
flexible flap applicator (Freiburg Flap®, Nucletron, an 
Elekta company, Elekta AB, Stockholm, Sweden) to deliver 
uniform dose to the tissue surface or to a specified depth 
below the surface. The Freiburg Flap consists of linear, con- 
nected silicone rubber balls forming a planar flexible sheet 
through, which 6-French after-loading catheters can be in- 
serted. The size and shape of the area can be customizable 
to any grid pattern with a one cm resolution. 

The high-risk area of the surgical bed is identified and 
measured in collaboration with the surgical oncologist, 
and the Freiburg flap is cut to size once the target area is 
measured. Before placement of the Freiburg flap into the 
surgical bed, 6-French afterloading catheters are thread- 
ed through the applicator and fixed into place with metal 
buttons. Each catheter is numbered individually (at the 
proximal and distal ends of the catheter) to correspond 
with the channels of the HDR afterloader unit. The en- 
tire flap apparatus, with catheters in place, is then posi- 
tioned in the surgical bed and packed into place using 
lap sponges. Suturing the applicator in place is not gener- 
ally necessary, assuming packing is adequate. For pelvic 
procedures, the bowel and ureters should be identified 
and protected with lead shields or retracted as far away 
from the applicator as safely as possible. It is important 
to cover the lead shields with wet gauze in order to pre- 
vent backscatter. In general, 3 lead shields (0.9 mm thick) 
will reduce the dose to the surrounding normal tissue by 
-70%. In addition, when possible the distance between 
the source and the normal structure is increased. The pre- 
scribed dose at 1 cm, 2 cm and 3 cm is reduced to approx- 
imately 70%, 50%, and 35%, respectively. 
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High dose rate-intraoperative radiation (HDR-IORT) flowchart 



Surgery: Refer for lORT 
(Outpatient: 2 weeks in advance) 


> 


Rad One consult 
(Referral office) 





V 



Benefit from palliative 


No 


HDR-IORT 


Yes 


Rad One: Preoperative 




chemoradiation? 


< 


candidate? 


>- 


chemoradiation needed? 





Yes 



No 



Medical Oncology: Referral for 
concurrent chemoradiation 



Rad One: 
CT simulation planned 



Rad One: 
Preoperative 
chemoradiation delivered 



Coordinator: 
Determines mutually 
agreed surgery date 
(OR #1) 



Physics: 
' Check room 
' Machine 
' Pre-Plan 



Anesthesia 



Physics/Rad One: 
Inraop eval 

• Estimate time for procedure 

• Size 

• Source 

• DoseNoRad 



Rad One: 


• Cut flap 




• Catheters 




• Place flap 




• Lead shielding 



Patient receives 
HDR-IORT in OR 
(Anesthesia, Rad One, 
Physics present) 



Nursing 



Surgery: 

• Pre-op evaluation completed 

• Sterile Prep 

• Resection 

• Identification of high risk area 
and/ or positive margin 

• Placement of clips (optional) 

• Contact rad one 15 min prior 
to when ready 



Anesthesia 



Nursing 



Surgery completed 
and patient recovers in 
PACU. Patient dis- 
charged perroutine 



4 weeks 



Rad One and Surgery: 
Follow-up 



Patient information 
added to prospective 
database 



Fig. 1. An HDR-IORT flow chart shows the chronological order of tieatment decisions 



8 weeks 



Rad One: Adjuvant 
radiation? 



Med One: Adjuvant 
chemotherapy? 



The dosimetric planning process at Johns Hopkins uti- 
lizes a commercially available HDR brachytherapy plan- 
ning system (OncentraBrachy®, Nucletron, an Elekta com- 
pany, Elekta AB, Stockholm, Sweden). Prior to initiating 



this program, conditions affecting multiple aspects of dosim- 
etry are determined. Due to backscatter dose enhancement 
from photon energies emitted by ^"^h, backscatter dose is 
equilibrated into the planning system. The flap is then con- 
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Fig. 2. A safety protocol consisting of different checklists is used to ensure appropriate readiness of the perioperative team 
before starting HDR-IORT treatment [13] 



nected to the HDR af terloader, with careful attention paid to 
ensure that each catheter is connected to its matching chan- 
nel. Radiation is delivered by an encapsulated ^^^Ir sotirce, 
half-life of 73 days, that is loaded via 6-French afterloading 
catheters (Nucletron, an Elekta company, Elekta AB, Stock- 
holm, Sweden) into the flap once it is in place. 

Every attempt should be made to minimize the dose 
to normal structures in the target area, including bladder, 
bowel, bone, and nerve roots [14]. The dose recommenda- 
tions for HDR-IORT are shown in Table 2. 
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Common challenges 

Since the development and implementation of this 
process, several barriers have been identified. Major areas 
requiring particular attention are identified below: 

1) an lORT patient care coordinator who can work with 
each discipline can streamline the scheduling and co- 
ordinating of care, 

2) all involved physicians and physicists must be present 
during the actual "beam on" time; residents or physician 
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extenders can be used to assist with other aspects of the 
HDR-IORT procedure including set-up and removal, 

3) good communication between the surgeon and radia- 
tion oncologist is critical for identification of the area 
requiring treatment, 

4) be certain to obtain relevant outside medical records 
and previous treatment summaries prior to the proce- 
dure, especially neoadjuvant RT dose information, 

5) billing compliance using appropriate reimbursement 
codes should be obtained with the help of the Radia- 
tion Oncology Billing and Compliance Office, 

6) ensure that all required equipment is readily available 
and properly sterilized (ie. Flap, catheters etc.) using 
proper surgical and sterilization techniques, 

7) comply with established safety protocols, from Ameri- 
can Society for Radiation Oncology/ American College 
of Radiology (ASTRO/ACR), American Brachythera- 
py Society (ABS), and from the institution [15]. 



Table 2. lORTdose recommendations 



Treatment group 


Recommended 




lORT dose 


Following neoadjuvant therapy 


10-12 Gy 


Residual microscopic disease present 


12 Gy 


following resection (Rl resection) 




Residual macroscopic disease present 


> 12 Gy 


following resection (R2 resection) 





Johns Hopkins' intraoperative radiation therapy 
program 

Since the program's initiation in 2006, 87 patients have 
been treated. Of these patients, 43% had sarcomas, 26% 
had recurrent rectal tumors, 11% other gastrointestinal 
tumors, 3% genitourinary malignancies, and 17% other 
tumor types. The number of patients undergoing lORT 
has steadily increased in consecutive years. 

Fig. 3. Recurrent sarcoma case. A) Frieburg flap is placed 
on the right lateral abdominal wall intraoperatively. Nor- 
mal tissues were immobilized out of the radiation field. 
B) A HDR-IORT dosimetric plan showing 12 Gy prescribed 
to the to surface. Notice the sharp fall-off of dose with in- 
creased distance from the source 
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Cases 

The following cases highlight the utilization of HDR- 
lORT and its potential to decrease the risk of a local re- 
currence. 

Case 1. Recurrent sarcoma 

A 35-year-old nonsmoking male with no significant 
past medical history and no family history of colon can- 
cer presented with increasing right-sided abdominal pain 
and a protuberant mass on the right side of his abdomen. 
A computed tomography (CT) scan confirmed a large mass 
located inferior to the right kidney and adjacent to the liv- 
er. Pathology showed a well-differentiated retroperitoneal 
liposarcoma with negative margins and lymph nodes. 

Seven months following resection, a CT scan show- 
ed possible extra-peritoneal recurrence in the right lobe 
of the liver, and was biopsy-confirmed liposarcoma. 
A partial abdominal wall resection of the tumor was per- 
formed and HDR-IORT was delivered to a dose of 12 Gy 
to a 36 cm^ area of the right abdominal wall (Figs. 3A,B). 
All margins were negative and pathology again demon- 
strated a well-differentiated liposarcoma. Clips were plac- 




ed to outline the tumor bed. EBRT was given to the pa- 
tient following surgery, to a total dose of 45 Gy in 1.8 Gy 
fractions delivered to the right chest and abdominal 
wall. Side effects from EBRT included moderate skin ir- 
ritation, mUd fatigue, and some discomfort in the right 
upper quadrant. Almost 3 years after surgery and RT, 
a CT scan revealed some increased soft tissue stranding 
in the retroperitoneum and biopsy confirmed a recurrent 
retroperitoneal liposarcoma in the inferior right retroper- 
itoneal area outside of the previous treatment field area. 
The recurrent mass was excised along with the right kid- 
ney and portions of the small bowel; an HDR-IORT dose 
of 12 Gy was delivered to this area followed by EBRT of 
39.6 Gy in 22 fractions. The patient has been doing well 
since then with no new recurrences or complications with 
a follow-up time of 66 months. 

Case 2. Locally advanced rectal cancer 

A 39-year-old male with a family history significant 
for colon cancer and no significant past medical history 
presented with unintentional weight loss and a complete 
gastrointestinal obstruction. Based on imaging, the pa- 
tient was diagnosed with locally advanced rectal cancer. 

Fig. 4. Locally advanced rectal case. A) Freiburg flap placed 
to cover the pelvis circumferentially following a pelvic ex- 
enteration. A 1 cm separation was used to limit overlap of 
the flap and prevent hotspots anteriorly. B) An HDR-IORT 
dosimetric plan showing 15 Gy prescribed to the surface 
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2.5 cm from the anal verge located in the anterior aspect 
of the rectal vault. 

The patient received chemotherapy, consisting of 5-FU, 
and EBRT to a dose of 54 Gy to the pelvis. Subsequent CT 
scans demonstrated disease progression and involvement 
of nearby structures, including the prostate, seminal ves- 
icles, and anal sphincter. Also noted was circumferential 
extension to the pelvic sidewall. The patient then under- 
went additional chemotherapy, consisting of FOLFIRI- 
NOX, complicated by the development of acute renal fail- 
ure. Due to the local progression of the tumor, a total pelvic 
exenteration was performed along with administration of 
HDR-IORT. An HDR-IORT dose of 15 Gy was delivered 
to the surface of the entire pelvis (Figs. 4A,B). The patient 
did well post-operatively and has had no further compli- 
cations. 

Conclusions 

This article provides an overview of the requirements 
for the initiation and operation of a successful HDR-IORT 
program. HDR-IORT was the focus of this article as it has 
some potential benefits when compared to lOERT. For ex- 
ample, EDDR-IGRT has the ability to deliver foa;ised RT in 
areas where an lOERT cone is not suitable. However, having 
both HDR-IORT and lOERT provides optimal flexibility for 
a wide range of treatment sites. When planning the initiation 
of an HDR-IORT program, it can be helpful to seek advice 
from an experienced, pre-existing program and, when pos- 
sible, receive hands-on tiaining. Every case is unique and re- 
quires multidisciplinary management to ensure safe and ac- 
curate treatment. Furthermore, institutions with established 
lORT programs may benefit from collaborating with institu- 
tions developing new lORT programs and provide support 
and guidance via educational workshops. 

With improved systemic therapy, local control will 
continue to gain importance and lORT wiU likely play 
a larger role in the management of locally advanced pri- 
mary and recurrent tumors [5-7,9]. Furthermore, ongoing 
advances in translational research can lead to increased 
use of radiation sensitizers and radio-protectors in con- 
junction with lORT [16]. WhUe retrospective analyses 
have documented improvements in multiple outcomes 
using lORT, prospective multicenter studies are stUI need- 
ed to determine its true efficacy [5-7,10]. 
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